[Programming an automated system for processing radioisotope information for work with multichannel radiodiagnostic equipment].
The purpose of the study is to develop the basic software compatible with a computerized system for data collection and processing from multi-channel radiodiagnostic units. As clinical tests have shown functional capabilities of specially designed system ensure data collection and processing for all practical methods presently accepted in nuclear medicine.